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Introduction
Laser driven xenon light source (LDLS)
 High intensity broad band emission from 180 to 800nm
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Reactive Halogen Species (like IO, BrO, ClO, etc.) have an important impact

on atmospheric chemistry in Polar Regions:

• Change of the oxidative capacity of the atmosphere influence on a

number of chemical reaction cycles (e.g. sulpur cycle, NOX chemistry,…)

• Destruction of tropospheric ozone (in particular during springtime)

• Oxidation of gaseous elemental mercury (uptake into the biosphere)

The understanding of the underlying processes varies greatly between

bromine, iodine and chlorine compounds. This is both because of

technically challenging observation of these highly reactive trace gases

with typical concentrations of a few ppt and because of the remoteness of

the Polar Regions.

Long Path DOAS instrument components
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LDLS principle:
stepper motor to 
exploit chromatic 
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Preliminary Results

974nm CW infrared laser that powers 
radiating plasma in the xenon light bulb

Lamp housing with xenon light bulb 
purged with clean air once a day to 
prevent contamination

Setup at Neumayer Station III

Measurement strategy

Conclusions

Ø 30,5 cm aluminium 
coated mirror, f = 150cm

200W Heating + insulation  
 + 25 °C temperature 
difference compared to 
outside

X-Y-Z stepper motor 
array for pointing the 
beam and focusing
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Andor DU 330i CCD array 

1200 grooves/mm UV grating each 
spectral windows of ~ 68nm 
(automatic tilt for different spectral 
ranges)

2 EnviMeS TSE1.1 microcontrollers 
for temperature stabilisation, 
stepper motor control in LDLS and 
telescope and different sensors

200 μm optical slit
300mm focal length spectrometer
 resolution: 0,6 nm 

Air-air temperature regulation
in the housing (Peltier elements 
and an circular airflow)

Spectrometer is temperature
stabilised (inside isolation)

Fiber configuartion

2,95 km Retro
 5,9 km light path

1,55 km Retro
 3,1 km light path

Neumayer III - Station 

Instrument on trace 
gas observatory

•Regular BrO activation starting mid-January; unexpectedly high BrO concentrations of more than 30 

pptmight be explained by stable inversion layer above the surface and sea ice activity close by

•Detection of high ClO concentrations in march on days with low temperatures < -20°C; detection 

limit and evaluation require further investigation

•IO: detailed analysis pending; first : 1-2 ppt, never >3 ppt; DLs: 1,4 ppt (3,1 km) / 0,5 ppt (5,9 km)
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Quartz glass 
window

Spectral reference plate

•5 spectral 

windows with 

68nm width

•The new long path DOAS instrument was successfully put into operation at 
the Neumayer III station in Antarctica during the research season 2015/16

•It is in stable operation since mid January 2016 and delivers So far the 
operation has been reported to be uncomplicated and low maintenance

•The temporal resolution with the current analysis is 15-30min for BrO and 
IO and 60min for ClO.

•First halogen activation could be detected for BrO and potentially ClO in 
summer/early autumn

•High quality data from the metrology and chemistry observatories at 
Neumayer III will allow an in depth study and modelling of the detected 
processes.

Fig 1: Impact of halogen chemistry on the Polar regions1,5

Fig 2: BrO and IO concentrations at Halley by Saiz-Lopez et al.4

Fig 3: Location of Neumayer III8

Most measurements of RHS in Polar regions use scattered sunlight:

 Instruments relatively simple and robust (autonomous operation)

 However: limited availability of scattered light during Polar night and

below the Huggins and Hartley bands in the UV (ClO absorption)

Active instruments such as Long Path DOAS have an own light source

that allows measurements independent from sunlight. Because of the

technical complexity of these instruments there are only a few

measurements in Polar areas (e.g. by Zielcke7 at Scott Base/Antarctica)

and only one annual time series of BrO and IO concentrations by Saiz-

Lopez et al.4 at Halley/Antarctica.

The new instrument presented here considerably reduces the

complexity of LP-DOAS measurements and is planned to operate largely

autonomously for one year in Antarctica.

BrO detail 2,3,6


